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    Abstract

        Objective: This study analysed the relative accuracy of the Bravo wireless and the Slimline catheter-Mark III Digitrapper pH systems in the detection of acid reflux events.

        Methods: Twenty five asymptomatic subjects were studied. A Bravo capsule was placed 6 cm above the squamocolumnar junction (SCJ), marked by an endoclip, and a Slimline pH catheter was placed 5 cm above the manometrically localised lower oesophageal sphincter. The distance between the SCJ and each pH electrode was measured fluoroscopically. An in vivo pH reference was established using swallows of orange juice (pH 3.88). Concurrent pH data from the two systems were analysed in Excel spreadsheets.

        Results: Significantly more acid reflux events were reported by the Digitrapper system than the Bravo system (117.0 v 41.8). This was not explained by electrode position as there was no difference in median distance between the SCJ and either pH electrode (7.25 cm v 7.08 cm). The dominant source of discrepancy between systems was inaccuracy in electrode calibration and, after adjustment using the in vivo orange juice pH measurement, the discrepancy improved by 40%. However, discrepancy still existed and was most pronounced with short reflux events (1–15 s for the catheter, 1–17 s for the Bravo) associated with minimal intraoesophageal acidity and poor concordance between systems.

        Conclusion: Substantially more reflux events were reported by the Digitrapper system compared with the Bravo system; 40% of excess events were attributable to a flawed software scheme for electrode thermal calibration while most of the remainder were brief events with poor reproducibility between systems.

      
	SCJ, squamocolumnar junction
	LOS, lower oesophageal sphincter
	GORD, gastro-oesophageal reflux disease
	IQR, interquartile range

	pH monitoring
	reflux events
	Bravo
	Slimline




  


  
  



  
      
  
  
    


  



  


  
  



  
      
  
  
    https://doi.org/10.1136/gut.2005.064691

  


  
  



  
        Statistics from Altmetric.com

    
  
  
    
  


  
  



  
      
  
  
    


  


  
  



  
        Request Permissions

    
  
  
    If you wish to reuse any or all of this article please use the link below which will take you to the Copyright Clearance Center’s RightsLink service. You will be able to get a quick price and instant permission to reuse the content in many different ways.

  


  
  



  
        

    
  
  
    
  


  
  



  
      
  
  
    	SCJ, squamocolumnar junction
	LOS, lower oesophageal sphincter
	GORD, gastro-oesophageal reflux disease
	IQR, interquartile range

	pH monitoring
	reflux events
	Bravo
	Slimline



View Full Text
  


  
  



  
      
  
  
    Footnotes
	
        
          Published online first 28 May 2005
        

      
	
        Conflict of interest: None declared.

      




  


  
  



  
        Linked Articles

    
  
  
    	CommentaryCapsule pH monitoring: is wireless more?

R H Holloway


Gut 2005; 54 1672-1681   Published Online First:  11 Nov 2005. doi: 10.1136/gut.2005.069419 



	LetterBravo wireless versus catheter pH monitoring systems

M Fox


Gut 2006; 55 434-435   Published Online First:  10 Feb 2006. 







  


  
  



  
        Read the full text or download the PDF:

    
  
  
    
  
    
  
    
    
      
        
  
      
  
  
      


  
  



      

    


    
      
        
  
      
  
  
    Subscribe  


  
  



      

    

    
    
      
        
  
      
  
  
    Log in   


  
  



  
      
  
  
    
  
    
  
      
  
  
    Log in via Institution
Log in via OpenAthens
Log in via BSG  


  
  



  
      
  
  
    Log in using your username and password

 For personal accounts OR managers of institutional accounts



  Username *
 



  Password *
 




Forgot your log in details?Register a new account?

Forgot your user name or password?




  


  
  



  



  


  
  



      

    

  
  
   
  
    



  


  
  



  





  


  
  



  
        Read the full text or download the PDF:

    
  
  
    
  
    
  
    
    
      
        
  
      
  
  
      


  
  



      

    


    
      
        
  
      
  
  
    Subscribe  


  
  



      

    

    
    
      
        
  
      
  
  
    Log in   


  
  



  
      
  
  
    
  
    
  
      
  
  
    Log in via Institution
Log in via OpenAthens
Log in via BSG  


  
  



  
      
  
  
    Log in using your username and password

 For personal accounts OR managers of institutional accounts



  Username *
 



  Password *
 




Forgot your log in details?Register a new account?

Forgot your user name or password?




  


  
  



  



  


  
  



      

    

  
  
   
  
    



  


  
  



      

      
    

    
    
      
        
  
      
  
  
      


  
  



      

    

  
  
   
    
    
    
      
        
  
      
  
  
    
  
      
  
     
          

          

          

          

          




  


  
  



      

    

  
  
   
  


  



  

          

        


        
        
      

    

   

 


    
    
      
          
    

    
  
    
  
    
  
      
  
  
    	[image: British Society of Gastroenterology]

  


  
  



  



  



  

      

    

  
    
    
      
          
    

    
  
    
  	Content	Latest
	Current issue
	Archive
	Browse by collection
	Visual Abstracts
	Most read articles
	Top cited articles
	Responses


	Journal	About
	Editorial board
	Sign up for email alerts
	Subscribe
	Thank you to our reviewers


	Authors	Instructions for authors
	Submit an article paper
	Editorial policies
	Open Access at BMJ
	BMJ Author Hub


	Help	Contact us
	Reprints
	Permissions
	Advertising
	Feedback form





  



  

      
            
        
            
    

    
  
    
  
    
  
      
  
  
    	 RSS
	 Twitter
	 Facebook
	 Blog
	 Soundcloud
	 YouTube

  


  
  



  



  



  

        
      

          

  
      
    
      
    

    
      
        	Website Terms & Conditions
	Privacy & Cookies
	Contact BMJ


        
        Cookie Settings
        
        Online ISSN: 1468-3288Print ISSN: 0017-5749

        Copyright © 2023 BMJ Publishing Group Ltd & British Society of Gastroenterology. All rights reserved.

      

    

  
      
    
        
    

    
  
    
  
    
  
      
  
  
    


  



  


  
  



  



  



  

    

  

  
  


